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Shipment: 295 Non Potable Water Chemistry
Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score
ID Target * Limits Limits

Sample: Non Potable Water Base/Neutrals

Fluoranthene ug/L 9536 USGS <030 <30.0* Satisfactory
EPA Code: N/A 0-3116-87 75 passed out of 76 reported results.
Hexachlorobenzene ug/L 9536 USGS 30.1 34.2 16.7-51.7 Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 75 reported results.
Indeno(1,2,3-c,d)pyrene ug/L 9536 USGS <056 <30.0* Satisfactory
EPA Code: N/A 0-3116-67 64 passed out of 76 reported results.
Isophorone ug/L 9536 USGS 43.8 72.5 33.9-111 Satisfactory
EPA Code: N/A 0-3116-87 60 passed out of 69 reported resuits.
Naphthalene ug/L 9536 USGS <032 <300* Satisfactory
EPA Gode: N/A 0-3116-87 75 passed out of 75 reported results.
Nitrobenzene ug/L 9536 USGS 345 351 145-55.7 Satisfactory
EPA Code: N/A _ 0-3116-87 69 passed out of 69 reported results.
Phenanthrene ug/L 9536 USGS 73.7 80.6 447 - 116 Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 76 reported results.
Pyrene ug/L 9536 USGS <035 <300~ Satisfactory
EPA Code: N/A 0-3116-87 76 passed out of 76 reported results.

Sample: Non Potable Water Oil and Grease

Oil & Grease Total Recoverable ** mg/L 9510 EPA 1664A 406 688" 526-75.9 468 -81.7 Unsatisfactory <==
EPA Code: 0104 85 passed out of 92 reported restilts.

Sample: - Non Potable Water Organic Nutrients

Kjeldahl Nitrogen, Total ™ mg/L 9504 USGS 22.57 21.2* 16.2 - 25.1 140-27.3 Satisfactory
EPA Code: 0034 1-4515-91 96 passed out of 98 reported resuits.
Phosphorus, Total ** mg/L 9504 USGS 3.395 326" 2.86-3.71 2.65-3.92 Satisfactory

EPA Code: 0035 1-4610-91 104 passed out of 114 reported results.



